Contact probe for corneal temperature measurements.
A thermistor probe for corneal temperature measurements is presented. The temperature-sensing cartridge is similar in shape to an electronic tonometer, and the procedure of corneal temperature registration is performed just as easily and in a similar manner as for tonography.